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Abstract

Hundreds of boreholesin the tank farms at the U.S. Department of Energy’ s (DOE) Hanford Site in
Washington have been logged with high-purity germanium (HPGe) sensors. From the high- resolution
gpectra, gamma-ray-emitting radionuclides were identified and the in Stu concentrations were
determined, usudly with accuracies comparable to laboratory sample assays.

Assayed radionuclides included fisson fragments, neutron activation products, and processed uranium.
These radionuclides, which will be referred to genericaly as “process wastes,” were introduced to the
subsurface by leaks in buried waste storage tanks, surface spills, and other inadvertent waste releasesin
the tank farms. The process wastes were produced by plutonium production and processing.

The next logicd step isto periodicaly re-log subsurface zones within which contaminants may be
migrating. The purpose of this monitoring will be to detect changesin radiation filds. Because the
identities and concentrations of the radionuclides responsible for the radiaion fidds will not be a primary
concern, high-resolution spectrawill not be required. The monitoring logging system will beless
complicated than the HPGe-based systems, and will acquire data using faster logging speeds and
smpler operations.

A prototype logging system named the Radionuclide Assessment System (RAS) was designed to fullfill
monitoring requirements. The RAS is equipped with three thalium-activated sodium iodide (Nal(T1))
detectors that operate at the temperature of the environment. The low-resolution Nal (T1) spectrawill
reved changesin the subsurface radiation intengties, as desired, but will be useful to determine
concentrations of gamma-ray-emitting radionuclides only under certain extremely favorable
circumstances.

Because concentrations are not the objectives, the RAS has not been cdibrated in the usua sense. That
is, acorrelation between instrument response and concentration has not been derived. Instead, certain
characterigtics of the system have been determined and are described in thisreport. For example, the
system deed time effect was investigated and was found to be negligible, and measurement precision
was determined to be adequate for monitoring.

On the basis of calibration spectra and spectra recorded with cesium-137 (**’Cs) and cobdlt-60 (*Co)
sources, eight “windows’ (groups of contiguous multichannd analyzer [MCA] channels) were
established for dataanaysis. For example, a“**'Cswindow” extending from 570 to 740 kilo-electron
volts (keV) will tally counts due to the 661.6-keV gammaray of **’Cs. The **’Cswindow, and the
other windows, will aso collect background counts; therefore, a method to subtract natural background
counts from various windows was derived so that concentration calculations can be doneif it is
eventudly found feasible to corrdate window counts to concentrations.

A portable, seded potass um- uranium-thorium source was acquired for measurementsin the field to
verify the performance of the logging system. Using this source, about a dozen spectra have been

DOE/Grand Junction Office Initial Calibration of the Radionuclide Assessment System
July 2001 Pagev



acquired with each Nal (Tl) detector. Analyses of these spectrayielded preliminary “field verification
criteria” During logging operations, new field verification spectrawill be periodically recorded, and
andyzed results will be compared with the fidd verification criteriato confirm that the logging sysem is
operating properly.
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1.0 Background

At nuclear reactors and plutonium processing facilities a the Hanford Site, plutonium for the nationd
defense was produced and processed for more than forty years following World War 11. Much of the
high-leve radioactive waste from these activities has been stored for decadesin large underground
tanks. Approximatdy 67 of the 149 tanks of the “single shell” design have lesked high-level waste into
the thick layers of unsaturated sediments (vadose zone) surrounding the tanks.

Over the years, hundreds of boreholes have been drilled around the waste storage tanks. 1n the 1960s,
aleak detection activity was ingtituted to monitor for tank leaks by logging the boreholes with passive
gamma-ray sensors (Isaacson 1982). The gross count data could not be used to identify gamma-ray-
emitting nuclides or determine their concentrations, but these factors were unimportant because al that
was needed for leak detection was an ability to detect gamma-ray anomaies. When the plutonium
processing was ongoing, the fresh waste could be reedily detected because of intense gamma-ray
intengities resulting from abundances of short-lived ruthenium-106 (**Ru, half life = 368 days).

During years of operations, waste pills and pipeline lesks added to the contamination in the vadose
zone. Meanwhile, most of the **Ru has decayed to undetectable levels, but longer lived radionudlides,
such as cesum-137 (**'Cs) and cobalt-60 (*°Co), remain. A decision to characterize the gamma-ray-
emitting contaminants in the vadose zone a dl the sngle-shell tank (SST) groups (tank farms) on the
Hanford Site was made by the DOE Richland Operations Office (DOE-RL) in 1994. DOE-RL
assigned the characterization work to the DOE Grand Junction Office (DOE-GJO) in Grand Junction,
Colorado, a gte with an extensive set of borehole cdibration standards and experience in borehole
radiation measurements. 1n 1999 the DOE Office of River Protection (DOE-ORP) was created and
the Hanford tank farms are presently the responsibility of that organization.

DOE-GJO began the waste characterization logging in 1995 with two spectrd gamma-ray logging
systems (SGL Ss) that were designed specifically for that project. Each of these units has a sonde with a
p-type coaxia 35-percent-efficient HPGe detector. Through andyses of full energy pesksin the high-
resolution passive gamma-ray specira, various gamma-ray emitters, which induded **’Cs, ®°Co,
europium-152 (**?Eu), europium-154 (**Eu), uranium-235 (**U), uranium-238 (*2U), and others,
were identified and profiles of radionuclide concentrationsin relation to depth were compiled.

Logging soon revealed zones with gamma-ray intengties higher than the level (corresponding to about
10* picocuries' per gram [pCi/g] of *¥'Cs) at which the SGL S detectors become unable to record
gpectrawith full energy pesks. Determination of the contaminant distributions in such zones required an
instrument of lower efficiency, and in 1999 DOE-GJO deployed a high rate logging system (HRLS).
The HRLS sonde has a planar 6-millimeter by 8-millimeter n-type HPGe detector that is able, with two
auxiliary shiddsingdled, to acquire useful gamma-ray spectrain gamma-ray intendties corresponding to
10 pCi/g of **'Cs.

! A picocurieis 10™ of acurie; acurieisdefined as 3.7 10" decays per second.
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The basdline characterization was completed in 2000. Essentidly al of the approximately 800 existing
Hanford tank farm boreholes were logged with SGL Ss, and zones of extreme gamma activity were re-
logged with the HRLS. The results of the basdline characterization are described in documents posted
at Internet address http://mww.gjo.doe.gov/programs/hanf/HTFV Z.html.

2.0 A Logging System for Waste Monitoring

The basdline characterization results have been examined, dong with historica gross count data, to
identify subsurface zones that show evidence of contaminant migration. Boreholes that penetrate such
zones will be rdlogged periodicdly to interrogate for changes in radionuclide distributions.

The SGLSs are not well suited to repetitive logging of the boreholes, mainly because of dow logging
Speeds and cryogenic detector operating requirements. Logging to monitor for changesin radionuclide
distributions or concentrations should be performed with a unit cgpable of faster logging speeds and
sampler operations. A prototype unit, the Radionuclide Assessment System (RAS), was designed and
fabricated by DOE-GJO to meet these requirements. The RAS isamobile, self-contained logging
system that will acquire low-resolution passve gamma-ray spectra. The RAS sonde has an upper
section containing a multichannd analyzer and the telemetry components. Any one of three modules can
be connected to this section. Each module has a Nal(Tl) crystal and photomultiplier. Table 1 shows
dimensions and other features of the three detector crystas.
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Table 1. Features of the Three RAS Nal(Tl) Detectors

Informal Name

Crystal
Diameter
and Length

(inches) Intended Use

Small Detector

This low-efficiency detector is designed to acquire passive gamma-
1.0by 1.0 ray spectrain intense radiation fields. Radiation is collimated by

l-inch-thick lead shields above and below the crystal.

Medium Detector

This mediumefficiency detector is designed to acquire passive
15by 2.0 gamma-ray spectrain moderate radiation fields. Thereisno lead
shielding around this cry stal.

Large Detector

This high-efficiency detector is designed to acquire passive gamma-
30by 12.0 ray spectrain low radiation fields. Thereisno lead shielding around
thiscrystal.

All of the RAS detectors are capable of recording spectra with full energy peeks, but the energy
resolution of any peak will be much poorer than the corresponding peak resolution for an SGLS
gpectrum. The two spectrain Figure 1 provide a comparison of Nal (Tl) resolution and HPGe
resolution. The source for both spectrawas a cdibration sandard named SBM that contains a mixture
of naturd “°K, 28U, and %Th (see Table 3). The spectrum labeled “Nal(T1)” is spectrum

MM SANOO3.CHN from the 2000 RAS medium detector cdlibration measurements. The spectrum
labded “HPGe’ is spectrum SBMC5004.CHN from the 1999 SGL S Gamma 2B cdibration

measurements.

1E+06

1E+05

1E+04

1.E+03

Counts

1.E+02

1E+01

Energy Resolution Comparison
RAS Nal(Tl) versus SGLS HPGe

500 1000 1500 2000 2500 3000

Energy
(kilo-electron-volts)

Figure 1. Nal(Tl) Spectrum from Standard SBM Compared to HPGe Spectrum
from SBM
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Most of the “peaks’ in the Nal(TI) spectrum in Figure 1 overlap severd pesks in the HPGe spectrum,
indicating that a RAS spectra pesk can often contain responses from severa gammarays with smilar
energies. Multiple gamma-ray sources commonly occur in the Hanford subsurface; therefore, peaksin
corresponding RAS spectra are likely to contain contributions from several gamma-ray sources.
Consequently, there will usudly be no way to correlate the intensties of such pesksto the
concentrations of gamma-ray emitters. However, concentrations are not objectives of RAS data
andyss. Instead, RAS data will be analyzed to assess changes in concentrations or distributions of
gamma-ray emitters.

RAS spectrawill be analyzed by total counts and/or window? counts. Theinitia window analyses will
utilize eight spectrd windows. Preiminary settings for these windows are displayed in Table 2. The
energy ranges were determined through reviews of window settings established for measurements
supporting the National Uranium Resource Evauation (NURE®) program (Wilson and Stromswold
1981), and through analyses of spectra acquired during performance testing of the RAS a DOE-GJO
in 1996. The corresponding MCA channel number settings were determined from spectra collected in
March 2001 usng an Amersham K-U-Th fidd verification source (Amersham part name: KUTh Field
Verifier; part number: 188074). The smal and medium detectors had the same settings in channel
numbers (Table 2), while the settings for the large detector were dightly different. The window settings
may be changed after experience with the spectrais gained.

2 A window is a section of a spectrum defined by a contiguous group of MCA channels. Although the
lower and upper window boundaries are set by MCA channel numbers, the levels are usually specified in kilo-
electron-volts.

¥ NURE was conducted by DOE-GJO from 1974 to 1984 to assess the uranium resources of the United States.
The project supported significant research and development in nuclear logging. The borehole calibration standards
that are now used to calibrate radiation sensors for environmental surveyswere designed and constructed under the
NURE
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Table 2. Preliminary RAS Window Settin
Approximate Range
(MCA Channels)
Name of Range Small Medium Large Source and Ener gy
Window (keV) Detector Detector Detector of Target Gamma Ray
Lithology* 0-570 0-51 0-51 0-50 None
Bcs 570— 740 52— 66 52— 66 51— 64 B3Cs (661.6 keV)
Mid-Range? 740— 940 67— 83 67— 83 65— 82 None
2impg 940 1060 84-93 84-93 83-92 2mpg? (10010 keV)
%Co 1060-1390 | 94-121 | %4-121 93-121 %Co (1173.2keV, 13325 keV)
K 1300-1600 | 122-138 | 122-138 | 122-139 “K (1460.8 keV)
=8y 1600—2400 | 139-202 | 139-202 | 140-—209 21Bi* (17645 keV, 2204.1 keV)
#2Th 2400—2800 | 203-255 | 203—-255 | 210-255 28T (2614.5 keV)

! The countsin thiswindow will beinfluenced by the“Z effect.” See Section 4.0, “ System Dead Time

Effect.”

2This window occupies the gap between the **'Cs and *"Pawindows. It has no use at present.

3 234mpa js the third nuclide in the uranium decay series. *™Paand the nuclide that precedesit in the
uranium decay series, **Th, have such short half lives (1.2 minutes and 24 days, respectively) that the
existence of *"Pa essentially guarantees that *®U is also present. Spectral peaks for the 2" Pagamma
rays are rarely observed in association with natural uranium because the gamma-ray yields are so low, but a
high concentration of processed ??U will be revealed by a prominent peak due to the 1001.0-keV 2*"Pa

gammaray.

“Bismuth-214 (***Bi) is the tenth nuclide in the uranium decay series. Because along-lived nuclide
(radium226, half life = 1620 years) and an inert gas (radon-222) occur between U and ?“Bi in the
uranium decay series, the existence of “Bi does not necessarily imply that *?U is also present.
Nonetheless, the 609.3-, 1764.5-, and 2204.1-keV #*Bi gamma rays have high yields and are often used to
assay naturally occurring >°U.

® Thallium208 (*®Tl) is the tenth nuclide in the thorium decay series.

Windows were designated for *3'Cs and ®°Co because they are by far the most widespread process
waste components detected by the basdine survey, and when they occur unmixed with other
radionuclides, the window count rates might be related to the concentrations.

Processed uranium (mixture of 2°U and ?2U) was aso detected fairly frequently. The Z*"Pawindow
isintended to tally counts associated with the 1001.0-keV ***"Pagammaray.

The K, U, and **Th windows will acquire counts due to naturally occurring potassium, uranium,
and thorium. Count ratesin these windows may be useful for detection of lithology changes and
determination of backgrounds in the **’Cs, ®Co, and ?*"Pawindows.

12y and ™*Eu were also detected during the basdine work. Principal gammarays associated with
these nuclides have the following energies: 121.8, 344.3, 778.9, 964.0, 1085.8, 1112.1, and 1408.1
keV (*°Eu); 123.1, 723.3, 873.2, 996.3, 1004.8, and 1274.8 keV (**Eu). The higher energy *°Eu
and ™ Eu gammarays will contribute counts to the **'Cs and/or ®®Co windows, as will the 1001.0-keV
gammaray of **™Pa. Thus, when process waste is present, the two windows can have eevated count
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rates even if *¥'Cs and ®°Co are absent. The **'Cs and ®Co windows therefore serve as indexes for the
process wastes. Elevated window count rates will indicate the presence of process waste, and changes
in those count rates over time will imply that the concentrations of process waste congtituents are
changing. It will not be necessary to identify the source radionuclides to infer changes in concentrations.

The *’Cs and ®Co windows will aso acquire full energy pesk counts as well as Compton continuum
contributions for the gamma rays emitted by the naturdly occurring gamma-ray emitters. However, the
concentrations of “°K , 22U, and **Th at any point in the subsurface are expected to be congtant over
time; thus, the natural emitters will not influence the monitoring for changesin the **’Cs and *°Co
window counts.

3.0 Calibration Standards

The Hanford Site has a cdibration center for borehole radiation sensors near the Meteorology Station,
north of the main entrance to the 200 West Area. The cdibration standards and their links to New-
Brunswick- L aboratory- certified standards, and other standards, are described in Heilstand et d. (1984)
and Steele and George (1986). These references refer to the Hanford facilities as the  Spokane
SBL/SBH, SBT/SBK, SBU/SBM, and SBA/SBB Models.” The* Spokane’ designation refers to the
origind ingdlation of these sandards by DOE-GJO in the early 1980s at a calibration center near
Spokane, Washington, for the calibration of borehole sensors. In 1989, the Spokane standards were
moved to DOE’ s Hanford Site.

Each model has two radiation standards with elevated concentrations of “K, U, or #*Th. The
radiation sources are indicated by the modd names. For example, the SBT/SBK Modd has a thorium-
rich standard, SBT, and a potassum-rich standard, SBK. “S’ and “B” stand for Spokane and
Borehole. The source *concentrations’ (actudly, decay rates per unit mass) are shown in Table 3.
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Table 3. Calibration Standard Source Concentrations

4OK 226Ra 232Th
Main Design Concentration Concentration® Concentration
Standard Application (pCilg) (pCilg) (pCilg)
elevated K
BK spectral standard 5350+ 1.67 1.16+0.11 0.11+0.02
BT elevated Th 1063+ 1.34 10.02 + 0.48 5811+ 144
spectral standard
low U . .
BA L. undetermined 61.2+17 undetermined
fission neutron standard
SBM mixed K, U, Th 4178+ 184 12579+ 4,00 3012+ 107
spectral standard
BU elevated U 10.72+0.84 19052 + 5.81 0.66+ 0.06
spectral standard
BL low U undetermined 324+9 undetermined
total count standard
high U . .
SBB . undetermined 902 + 27 undetermined
fission neutron standard
high U . .
H 126 + 1
B total count standard undetermined 3126 + 180 undetermined

! These standards contain uranium minerals in which radium226 (*°Ra) is essentially in decay equilibrium
with 28U, Consequently, in each standard the concentration of **U can be considered equal to the
concentration of “°Ra (when the concentrations are expressed in terms of decay rate per unit mass).

Table 4 ligs the gamma-ray counting standards to which the source concentrations in the borehole
standards are referenced.

Table 4. Reference Standards for Calibration Source Concentrations
Source Reference Standard
Potassium (*°K)
Radium (***Ra)
Thorium (#2Th)
'Trahey et d. (1982).

reagent-grade potassium carbonate (K,COs)
NBL (New Brunswick Laboratory) 100-A Series Uranium®
NBL 100-A Series Thorium®

The various mixtures of °K, “°Ra (uranium), and **Th, dong with the large range of radium (uranium)
concentrations, provided the gamma-ray sgnas needed to accomplish the measurement gods, which
were assessment of the system dead time effect, evauation of measurement precision, and development
of severd spectrum stripping methods.

4.0 System Dead Time Effect

During performance testing of the RAS a DOE-GJO in 1996, spectrawere acquired by logging the
following standards (Leino et d. 1994) with the small, medium, and large detectors.
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U Modd, ?°Ra (**U) concentration = 162.9 + 5.3 pCi/g
N-3 Model, ?°Ra (**U) concentration = 654 + 23 pCi/g
U-3 Model, *°Ra (**®U) concentration = 1278 + 51 pCi/g
U-2 Model, “°Ra (**®U) concentration = 3478 + 218 pCi/g
U-1 Model, °Ra (**®U) concentration = 7459 + 465 pCi/g.

Conclusions about system dead time were drawn from the performance test data and data acquired by
logging the Hanford standards listed in Table 3. No casings were placed in the standards during dead
time data acquisition. Data were analyzed to investigate dead time effects and the source sdif-
absorption effect, or “Z effect” (Z is the average atomic number of the cdibration sandard materid).
The dead time effects were determined to be negligible, but the Z effect was not negligible. The rest of
this section describes the measurements and analyses that support this conclusion.

Total count rate data acquired with al three detectors showed similar trends in relation to 22U
concentration. The trends are illustrated by data collected with the medium detector. For this detector,
the system dead time ranged from about 6 percent (U Modd) to approximately 63 percent (U-1
Model). A plot of the average total count rate in relation to the *®U concentration is depicted by
triangular data points (labeled “ Uncorrected”) in Figure 2.

Total Count Rate Data
RAS Medium Detector

40E+05

35E+05

3.0E+05

25E+05

20E+05

15E+05

Total Count Rate
(counts per second)

LOE+05

50E+04

0 1000 2000 3000 4000 5000 6000 7000 8000

U-238 Concentration
(picocuries per gram)

Figure 2. Total Count Rate Data Collected with the RAS Medium Detector for
Investigation of Dead Time Effect

The (triangular) points for the higher tota count rates depart from alinear relationship in away that
could be easlly mistaken for adead time effect. In fact, during the NURE program, DOE-GJO
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proposed the use of such data to determine the vaue of the dead time congtant, t, that is characteritic
of anonparalyzable logging sysem. The condtant t isafactor in awell known equation that expresses
the dead-time-corrected count rate n in terms of the recorded count rate m (Knoll 2000):

Eq. (1)

During NURE, vaues of t were calculated with a DOE-GJO computer program named “MULTIPIT”
(Crew 1979). Tota count rates (m) would be recorded by logging three or more of the GJO standards
with high 22U concentrations. With these count rates and an assumed value for t, MULTIPIT would
use Equation (1) to caculate the n vaues, then would check the relationship between the n values and
the 2*U concentrations. If the relationship was nonlinear, the program would change the t value,
recalculate the n values, and check the relationship again. This iterative procedure continued until the
relationship between the n values and the *®U concentrations was as close to linear as achievable. The
associated vaue for t was then assigned to the logging system as the dead time constant, and was used
thereafter to “correct” log data.

If applied to the RAS medium detector data, the MULTIPIT procedure producesavauet =4
microseconds. With thist value and the recorded total count rates, Equation (1) gives the * corrected”
total count rates that are represented in Figure 2 as diamond- shaped points.

Although this andys's superficidly resembles anormad dead time determination, the MULTIPIT method
actualy does not yield a dead time correction because of a critica difference between the cdlibration
standard measurements and conventiona dead time measurements. For conventional dead time
measurements, severd point gamma-ray sources are placed in the vicinity of the detector, with only air
occupying the spaces between sources and detector. In contrast, a borehole or calibration standard
measurement has the gamma-ray sour ces embedded in a mass of dense material which surrounds
the sonde. When the sources are distributed within materid, emitted radiation is susceptible to
interactions within that materid. In the interaction responsible for the Z effect, photoelectric absorption,
photons disappear. Because the photoel ectric interaction cross section is inversely related to the photon
energy and directly related to Z, the probability of absorption within the medium is high if the photon
energy islow, and ahigher fraction of photonsis absorbed in a medium of high Z thanin alow-Z
medium.

The dependence of the photod ectric effect on Z isimportant because the calibration standards contain
varying concentrations of uranium, and uranium has the highest atomic number (Z = 92) of the naturaly
occurring elements. Although gamma rays from uranium and its decay progenies are created within a
standard at arate proportional to the uranium concentration, the count rate recorded by logging the
gtandard will not necessarily be smilarly proportiond to the uranium concentration because a Z-
dependent fraction of the photon flux will be suppressed by photoel ectric absorption. Therisein
photod ectric absorption that accompanies an incresse in Z leads to a nonlinear relationship between
total count rate and uranium concentration, such as shown in the plot represented by triangular pointsin
Figure 2.
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Wilson and Stromswold (1981) studied the effects on gamma-ray logs of photoelectric absorption
within media that had anomaous Z vaues caused specificdly by devated concentrations of uranium.
Wilson and Stromswold (1981) concluded that the Z effect hardly perturbs the part of a spectrum
above about 500 keV if the uranium concentration is lower than 0.6 percent uranium (2,000 pCi 22U
per gram). Typicaly, however, most of the counts in a spectrum occur in the part below 500 keV;
therefore, the Z effect can influence the total count, even if the uranium concentration is lower than 0.6
percent.

If the Z effect primarily influences the portion of a spectrum below 500 keV, then the effect can be
greatly reduced by talying counts in only those MCA channdsthat correspond to energies higher than
500 keV. For the RAS measurements, a setting of 570 keV was chosen and the 1996 spectra were
re-andyzed by manudly contralling the spectrum andlysis program to taly only counts corresponding to
photon energies above 570 keV. In essence, this“filtering” yielded the same results that would have
been recorded if alower leve discriminator had been eectronicaly imposed at 570 keV.

RAS Filtered Count Rates
Medium Detector

7.0E+04

6.0E+04

5.0E+04

4.0E+04

3.0E+04

Count Rate
(counts per second)

20E+04

1.0E+04

0.0E+00
0 1000 2000 3000 4000 5000 6000 7000 8000

U-238 Concentration

(picocuries per gram)

Figure 3. Filtered Count Rate Data Acquired with the RAS Medium Detector

Diamond-shaped points in Figure 3 depict the filtered count rates plotted in relation to 22U
concentration. Data collected in 2000 by logging the Hanford calibration standards SBU, SBL, SBB,
and SBH (see Table 3) were andyzed smilarly, and points representing those measurements are
depicted by trianglesin Figure 3. All of the points, diamonds and triangles, lie dong the same curve,
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whichiscloseto adraight line. Pointsfor the SBH, U-2, and U-1 standards fal gpproximately dong
the line, even though those standards have *®U concentrations exceeding the Wilson-Stromswold upper
limit of 2,000 pCilg.

The nearly linear trend of the data points in Figure 3 indicates that the nonlinearity displayed by the
triangular points in Figure 2 was caused entirdy by the Z effect. It follows that the dead time effect must
be negligible, at least for dead times up to the highest achieved in the measurements, which was about
63 percent for the medium detector.

Analyses of filtered and unfiltered data for the smal and large detectors led to Smilar conclusons. The
system dead time effect is amdl, but the Z effect issgnificant. The dataindicate that the dead time
effect is negligible for dead times up to 35 percent for the small detector, and up to 69 percent for the
large detector.

Equation (1) should not be viewed as away to correct for the Z effect. Although the equation, with t =
4 microseconds, did produce “corrected” medium detector count rates that were linear in relation to
source intengity, the “correction” is gpplicable only if the Z effect is caused by uranium. If applied, for
example, to a high count rate due to **'Cs, Equation (1) would yield an overcorrected rate because
137Cs has amuch smaller atomic number than 22U (55 versus 92), and the fraction of photons absorbed
within the **'Cs-contaminated medium would be much less then if the medium had a high concentration
of uranium.

Because filtering negates the Z effect, it might seem worthwhile to filter spectraroutindy. However,
filtering removes a large fraction of the countsin a spectrum. For example, for the medium detector, the
average total count rate for the DOE-GJO U-3 standard was 46.5° 10° counts per second, while the
average filtered count rate was only 7.5 10° counts per second. Because the relative statistical
uncertainty increases as the number of counts decreases, filtering increases the relative count uncertainty.
Thisargues againg filtering as aroutine part of data andysis, especidly in the early part of the
monitoring program, when no attempts will be made to derive source concentrations from the
monitoring data. 1n the beginning of the program, satidticaly sgnificant changesin thetotal count rate
or selected window count rates will be used as indicators of changesin process waste concentrations.

Filtering will probably be unnecessary in generd anyway because most of the contaminated zones a
Hanford will not have extreme Z values. #**U is not the most common waste congtituent at Hanford; the
most abundant by far is**'Cs. Because the aomic number of **'Csis much sméler than the atomic
number of 22U, the **'Cs atom density must far exceed the **U atom density to produce a given Z
anomaly. **’Csaso hasamuch shorter hdf lifethan U (30.2 yearsversus 4.5~ 10° years). Thus,
the activity per unit volume of *¥'Cs corresponding to the Z effect threshold is far higher thanthe 2~ 10°
pCi/g that Wilson and Stromswold (1981) identified as the *2U threshold. For *¥'Cs, the threshold is
around 5 10™ pCi/g, and concentrations this high have not been encountered by logging at Hanford.

The fact that the 2000 data from the standards SBU, SBL, SBB, and SBH followed the same trend set
by the 1996 dataindicates that the properties of the logging system, such as the efficiency, have not
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changed since the performance tests were done in 1996; therefore, it was vaid to combine the 1996
and 2000 data for the dead time study.

The remarks on Z effect and filtering gpply to tota count or tota count rate data. Future experience at
Hanford may eventudly show that some source concentrations can be derived from RAS window count
rates. The lowest-energy window with this potential will be the **’Cs window, which spans the energy
range from 570 to 740 keV. This energy rangeis high enough so that counts in this window will not be
serioudy influenced by the Z effect.

5.0 Gain Drift and M easurement Precision

Before calibration measurements commenced, experiments to assess the RAS gain gability were
performed. Because temperature changeisa principa cause of gain shift, the performances of the three
detectors were monitored under temperature fluctuations using a fixture fabricated by GTS Duratek (a
DOE Hanford Site contractor). The sonde to be tested was placed inside of a 5-foot long section of
8-inch-diameter sed casing that is spird wrapped with plastic tubing. Water at various temperatures
was circulated through the plastic tubing while temperatures were monitored with thermocouples
atached to the casing and tool housing. **’Cs and ®Co button sources were used as gamma-ray
SOurces.

These tests were inconclusive because minor gain shifts accompanied temperature changes, but large
gain shifts occurred when the sonde was inserted into or withdrawn from the casing fixture. This
indicated that magnetic effects on the photomultiplier are amgor cause of gain shifts. The hypothesis
recaives further support from field tests that showed that the gain is Sgnificantly perturbed by casang
welds. The degree to which the sengitivity to magnetic fields affects spectrd datais unknown at present,
but the magnetic effects are a clear cause for concern. To mitigate the effects, mu-metd shidds have
been retrofitted on the photomultiplier tubes of the smal and medium detectors. (The spacing around
the large detector photomultiplier tube was too smal for shieding.)

Gain shifts sometimes occur for unknown reasons when the temperature of the sonde is stable and there
isno casing or other ferromagnetic materid near the sonde. The two spectra depicted in Figure 4 show
the most extreme example of gain shift observed in the cdibration data. The two spectra were recorded
in January 2001 by logging the Hanford SBT standard with the medium detector. The spectrum (named
MTUAB000.S0) with the arrow pointing to the

2614.5-keV gamma-ray pesk was recorded &t the beginning of the calibration measurement sequence;
the other spectrum (named M TUAB8005.S0) was recorded at the end of the sequence. During the
measurement sequence the sonde was held stationary and the temperature in the test hole remained
nearly congtant, yet asgnificant gain shift occurred over the 1.4-hour data acquigition period. The
offset islargest a the high-energy end; the center of the 2614.5-keV gamma-ray pesk shifted from
channel 217 to channel 210. Offset is nearly nonexistent at the low-energy end because gain shift
“dretches’ or “compresses’ a spectrum asif the low-energy end werefixed. The largest gain shift
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effects were imposed on the high-energy window count rates, while the total count rates were not as
serioudy affected. Thisisillustrated by the window and total count rates compiled in Table 5.
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Figure 4. An Extreme Example of Gain Shift. (The start and stop dates are incorrect because
the analysis software was not Y2K-compliant.)
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Table 5. Data for the Calibration Measurement Sequence that Displayed the Largest Gain Shift.
The last row in the table shows the net percent change for each parameter.

Center of
2614.5-keV
B'CsWindow 28 Window #2Th Window Total Gamma-Ray
(Channels 50-64) (Channels 136-200) (Channels 201-255) (Channels 0-255) Peak
Count Rates Count Rates Count Rates Count Rates (Channel
Spectrum Name (cts) (cts) (css) (cls) Number)
MTUAS8000.S0 9443 + 0.61 46,53+ 0.43 1228+ 0.22 24890+ 3.2 216.2
MTUAS8001.S0 91.72+ 0.61 45,70 £ 043 1151+0.21 24706+ 3.1 214.3
MTUAS8002.50 91.14 + 0.60 4488+ 042 11.05+0.21 24490+ 3.1 212.8
MTUAS8003.S0 90.06 + 0.60 44,72+ 042 10.70+ 0.21 24405+ 3.1 2114
MTUA8004.50 89.57 + 0.60 4481 + 042 1044+ 0.20 24395+ 3.1 2105
MTUAB8005.S0 89.56 + 0.60 44,28+ 042 9.96+ 0.20 24345+ 3.1 209.6
Percent Change -52 -4.8 -18.9 -2.2 -31

The points plotted in Figure 5 show the trends of the datain Table 5. To make the various trends easier
to compare, dl of the data were adjusted to make each of the initid vaues equa to 100. That is, the
datain each column of Table 5 were multiplied by the congtant that made the first adjusted vaue equa

to 100.

RAS Gain Drift Data

Medium Detector, SBT Standard

A Cesium-137 window count rate
© Total spectrum count rate

® Uranium-238 window count rate

0 2614.5-keV peak center

® Thorium-232 window count rate

Adjusted Parameter

3

4

Spectrum Number

Figure 5. Examples of Parameter Changes Caused by Gain Shift

The largest rdlative change occurred in the 22Th window reading, which was expected because the
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Z2Th window is a the high-energy end of the spectrum, where the gain shift has the largest effect, and
also because gain changes cause part of the 2614.5-keV “thorium” gamma-ray peek to shift out of the
Z2Th window. The relative changesin the **'Cs and U window readings were more moderate,
congstent with the positions of these windows near the middle of the spectrum.

Gain shift can cause non-trivia changes in window count rates even if large full energy pesks do not drift
in or out of the windows. For example, the entriesin Table 5 show that the 22U window count rate
decreased by 4.8 percent during the medium detector cdibration measurements with standard SBT.
There are no outstanding pesks in the 22U window (see Figure 4), but gain drift affects the window
counts because the background is not constant, but decreases rapidly as the energy increasesin this part
of the spectrum. At the low-energy end of the?*U  window, the MCA channels contain background
counts exceeding 1,080 counts per channd, while on the high end, each channd has only around 320
counts.

The total count readings systematically decreased over the measurement sequence. The net change was
about -2.2 percent. Thetotal count pointsin Figure 5 (circles) suggest that the system efficiency might
have drifted downward in the beginning, then started to stabilize.

Points depicted by white-centered squaresin Figure 5 show how the center of the 2614.5-keV gamma-
ray pesk shifted over the measurement sequence.

It is emphasized that the gain shift observed in spectra M TUAS8000.S0 through MTUAB8005.S0 was
not typica, but was the most extreme case observed in the calibration spectra. The other shifts were
much smdler, asillustrated, for example, by the shift datain Table 6 for spectra from the SBU standard
acquired with the medium detector.

Table 6. Data from a Calibration Measurement Sequence that Showed Typical Gain Shift. The
last row in the table shows the net percent change for each parameter.

Center of
“'CsWindow | #8)window | Z2Th Window éﬁrﬁ&"%
(Channels52-66) | (Channels 139-202) | (Channels 203-255) Total Peak
Count Rates Count Rates Count Rates Count Rates (Channel
Spectrum Name (cts) (cts) (css) (cls) Number)
MUSAMO000.S0 193.13+ 0.89 4780+ 044 170+ 0.08 42976+ 4.2 150.9
MUSAMO001.S0 194.60+ 0.88 4746+ 044 163+ 0.08 42942+ 4.1 150.7
MUSAMO002.S0 19512+ 0.88 4744+ 044 162+ 0.08 42946+ 4.1 1505
MUSAMO003.S0 196.72+ 0.88 4733+ 044 164+ 0.08 4294141 150.7
MUSAMO004.S0 196.52+ 0.88 46.83+ 043 164+ 0.08 42992+ 4.2 1505
MUSAMO005.S0 196.66 + 0.88 4652+ 043 1.65+ 0.08 42939+ 4.1 150.0
percent change 18 -2.7 -29 -0.09 -0.6

In the SBU measurement sequence, the gain shift direction may have reversed one or more times. The

net effects were essentidly negligible, and the window and tota count rates digplay good precison. The
difference between the largest and smdlest total count ratesis only 0.12 percent, and the largest relative
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difference between two readings for a particular window count rate is about 5 percent.

Although smdl gain shifts and stable efficiency characterized most of the sets of cdibration
measurements, the significant gain drift observed in spectra M TUAB8000.S0 through MTUA8005.S0
(Table 5 and Figure 5) is worrisome because the cause is unidentified. Aslong as the reason for the
anomalous behavior remains unknown, nothing can be done to prevent it. The data andysts should
watch for evidence of gain and efficiency drifts when andyzing fidd data, and if Sgnificant gain shiftsare
observed, the andysts should consider the window count rates to be questionable. In these cases, the
total count rates will probably be the most reliable data.

6.0 Calibration M easurements

Cadlibration data were acquired by logging the SBK, SBU, SBT, and SBM standards. Details of the
measurements are summarized in Table 7. Table 7 dso gives detals for the dead time measurements.

The test holesin the cdibration standards are not cased, but dl of the Hanford boreholes are lined with
gted casing. For the greast mgority of the boreholes, the casing is 6.0 inchesin diameter and 0.28
inchesthick. To smulate the effects of the most common casing, the cdibration measurements with the
small and medium detectors were conducted with a 0.28-inch-thick stee deeve (section of stedl pipe)
placed over the sonde.

The deeve was not used for the dead time measurements.
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Table 7. Calibration Measurement Parameters

Counting Time
Calibration Dead Time Per Spectrum Number | 0.28-inch-thick
Detector Standard Standard (seconds) of Spectra | Steel Sleeve
SBK 1200 6 used
SBU 1200 6 used
SBT 1200 6 used
Smal SBM 1200 6 used
SBU 1200 6 not used
SBL 1200 6 not used
SBB 1200 6 not used
SBH 1200 6 not used
SBK 1000 6 used
SBU 1000 6 used
SBT 1000 6 used
Medium SBM 1000 6 used
SBU 1000 6 not used
BL 1000 6 not used
SBB 1000 6 not used
SBH 700 6 not used
SBK 600 6 not used
SBU 400 6 not used
SBT 600 7 not used
Large SBM 400 6 not used
SBU 400 6 not used
SBA 600 6 not used
SBL 300 6 not used
SBB 200 6 not used

If it had been certain that monitoring would be limited to logging boreholes and comparing the total or
window count rates with the corresponding count rates recorded at earlier times, the calibration
measurements would have been made without the steel deeve. There would have been no need to
include the casing effect in the calibration because the casing would not affect the monitoring aslong as
the casing was not dtered (e.g., grouted or replaced with casing of different thickness). However,
future analyses of log data might show that the *’Cs or *®Co window count rates, with signas from “K,
238, and **Th removed, can be correlated to in Situ concentrations of **’Cs or ®Co. If so, *'Csand
%Co concentration calculations might be aworthwhile addition to the data andlysis. Like any photon
scattering medium near the detector, the casing affects the spectrd Compton continuum, and thus affects
the values of the congtantsin the algorithm for remova of “°K, U, **Th, and other background
sgnds Thus, the sted deeve was used for cdibration measurements with the small and medium
detectors. The deeve could not be used for the large detector measurements because the deeve
diameter istoo smal to accommodate the large detector module.

Asindicated earlier, the counts and count rates for eight spectral windows were cadculated. Table 8
shows the average window count rates. The window boundaries for these count rate cal culations were
set manudly and individudly, according to energy instead of channel number. This method of setting
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the window boundaries was used to minimize the effects of gain shift.

Table 8. Calibration Count Rate Data
Small Detector Calibration Data
Window Names and Count Rates in counts/second

Standard | Lithology Cs-137 |Mid-Range| Pa234 Co-60 K-40 U-238 Th-232 Total
BK 22120 + 1.401 + 1.062 + 0510 + 0.945 + 0.446 + 0.066 + 0.008 + 26.56 +
0.086 0.049 0.025 0.060 0.069 0.021 0.022 0.007 0.17
BU 873.6 % 395+ 24.00 + 93+ 19.37 £ 6.60 + 739+ 0.187 + 979.9 +
6.8 3.2 0.9 1.0 0.58 0.24 0.12 0.036 3.9
=BT 355.1 + 126+ 9.15+ 343+ 5.79 + 310+ 7.50 + 1.24 + 398.0 +
5.3 3.3 0.64 0.41 0.27 0.16 0.42 0.10 1.8
SBM 7815 + 356+ 225+ 8.58 + 16.28 + 6.45 + 952 + 0.921 + 881.4 +
7.4 4.5 1.2 0.98 0.41 0.30 0.45 0.071 3.7

Medium Detector Calibration Data
Window Names and Count Rates in counts per second

Standard | Lithology Cs-137 |Mid-Range| Pa234 Co-60 K-40 U-238 Th-232 Total
BK 95.11 + 6.79 + 522+ 2.570 + 518+ 212+ 0337 0.026 + 117.35+
0.84 0.18 0.12 0.084 0.16 0.33 0.018 0.012 0.68
BU 3714 215+ 1229+ 50.8 + 106.2 + 365+ 48,61 + 157+ 42956 +
14 16 1.4 4.9 4.3 2.3 0.99 0.10 45
BT 1523 + 66.5 + 516+ 17.2+ 289+ 15.75 + 3879 % 9.98 + 1751.9 +
13 9.3 3.2 1.5 1.4 0.96 0.74 0.56 4.0
BM 3307.0 197.8 + 116.6 + 459+ 875+ 348+ 55.7 + 7.49 + 3852.8 +
7.3 1.5 1.0 3.6 33 2.0 1.0 0.22 5.6

L arge Detector Calibration Data
Window Names and Count Rates in counts per second

Standard | Lithology Cs-137 |Mid-Rage| Pa234 Co-60 K-40 U-238 Th-232 Total
SBK 1406 + 155 + 1259 + 67.4 £ 152.0 £ 1385+ 16.39 + 1.621 + 2062 +
24 10 4.5 51 9.3 8.4 0.39 0.099 24
SBU 43977 + 5929 + 4304 2154 + 4680 + 1881 + 3359 £ 305 + 66590 +
794 335 156 37 163 103 351 66 502
=BT 21820 + 2172+ 1845.0 + 725 + 1081.7 + 530.3 % 1282.8+ 466 + 29923 +
110 33 3.4 31 8.5 3.1 2.3 23 154
SBM 40482 + 5478 + 4050 + 2001 + 3969 + 1649 + 3165 + 618.0 + 61411 +
54 59 30 14 22 12 21 7.2 172

7.0 Spectrum Stripping M ethods

The derivation of the computational method for subtracting “°K , 22U, and #**Th signdls from the count
or count rate in any portion of a gpectrum is Sraightforward. The spectrum portion of interest might be
the **'Cs window, the ®Co window, another window, the filtered spectrum, or even the entire
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gpectrum. The method is Smilar, though not identica, to methods developed for potass um-uranium-
thorium anayses in the uranium (Stromswold and Kosanke 1978; Evans et d. 1979; Wilson and
Stromswold 1981) and petroleum (Lock and Hoyer 1971; Wichmann et a. 1975; Mathis et d. 1984;
Koizumi 1988) industries. The subtraction of background counts from portions of spectra has been
cdled “ spectrum window gtripping,” “window gripping,” or “stripping.”

The first example to be consdered is full spectrum sripping. The assumption isthat the totd count rate
for the whole spectrum contains background contributions from the natural sources, “K , U, and
2%2Th, mixed with contributions from a source in process wadte, such as *¥'Cs. Spectral background
contributions include full energy peaks and Compton continuums, and any other features, such as
escape peaks, backscatter peaks, and sum peaks. The objectiveisto strip the background signals from
spectrato isolate the total count rates due to the sourcesin process waste. If just one process waste
source is present, it may be possible to relate the stripped total count rate to the source concentration.

If R represents the total spectral count rate measured with only K, 28U, and #*Th present, and if Cx,
Cu, and Cr are the K, U, and ***Th concentrations, then

Di:Ck*+ D2'Cu* D3’Cr=FR Eq. (2)

datesthat thetotal count rateis alinear combination of the three source concentrations. D,, D,, and D3
are the proportiondity constants.

Cdlibration measurements have been made with three standards, SBK, SBU, and SBT; therefore, there
are three sets of concentrations and three average spectra count rates. The three equations containing
these factors can be written in matrix notation:

&Cki Cui CnuéDu éRru

A

: G0 & G
&€ k2 Cuz CrU€D2U= €R:U. Eq. (3)
e ue u € u

&K3 CU3 CBQ@DBQ @%Q
Then the proportiondity, or stripping, factors can be caculated by

éDll;l é&Cuxi Cui CTll;l_l éRll;l

é u é u é u

éD.U~ E(:KZ Cu2 CTZl:I éR:U Ea. (4)

e 0 e ue u

8Dsf] BCws Cusz Crfl 8Rsf
because dl of the concentrations are known and the window count rates can be caculated from the
recorded spectral data.

The3” 3 matrix with the K, 22U, and ?**Th concentrations of SBK, SBU, and SBT is (dl
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concentrations expressed in picocuries per gram),

E(:K sk Cusk Cr SBKu é 535 1.16 O.lll]
e u e a
gCK SBU Cu,ssu Cr SBUS @].O 72 190.52 O. 66u Eq. (5)
< é
8CK @t Cusr Crar H 81063 10.02 58. 11Q
and the inverse matrix is
q:K,SBK Cu sk Cr, SBKU éL.87E- 2 -112E-4 - 3.42E- 50
€ u g d
%K,SBU CU,SBU CT SBUu = é’ 104E = 3 526E = 3 = 577E = 5[] Eq (6)
€ u e d
&Crsr Cusr C; SBTH & 3.24E-3 -886E-4 172E- 2§

The full spectrum gripping factorsin Table 9 were calculated by subgtituting thisinverse mairix and the
measured (average) total count rates for the three standards (Table 8) into Equation (4).

Table 9. Full Spectrum Stripping Factors

D, D, D
(counts/second) per (counts/second) per (counts/second) per
Detector (pCilg) (pCilg) (pCilg)
Smdl 0.374 5.10 5.99
Medium 1.65 22.4 26.4
Lage 30.1 346 456

The uncertainties for the stripping factors have not been cal culated because the propagation of-
uncertainty equations for matrix inverson are very complicated and it is not known & thistime if the
gripping will yidd useful results. Expressons for the uncertainties will be derived later if experiments
with field dataindicate that accurate source concentrations can in fact be calculated from the stripped
gpectral count rates.

The use of these stripping factors can be demonstrated with measurements from the SBM standard,
which were not used in the stripping factor derivations. The stripping factors and the known K, 28U,
and #*Th concentrations for the SBM calibration standard can be substituted into Equation (2) to
caculate the expected background K-U-Th count rates. Because SBM contains no sourcesin addition
to “K, 28U, and %*Th, the background count rates should be equa to the actual count rates. The
predicted and measured total count rates are displayed in Table 10. Each prediction agrees with its
measured counterpart to within 2 percent.
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Table 10. Total Count Rate Stripping Demonstration

Predicted SBM | Measured SBM Readual
Total Count Rates | Total Count Rates | {Measured - predicted)” 100
Detector (counts/second) (counts/second) (measured)
Smdl 892 8814+ 3.7 -1.2%
Medium 3914 3852.8+ 5.6 -1.6%
Large 62665 61411 + 172 -2.0%

The spectra stripping discussion makes no mention of the Z effect because potassum hastoo low aZ
vaue (Z = 19) to produce aZ anomaly, and the concentrations of natura uranium and thorium in the
cdibration standards and in the subsurface a Hanford are too low to make Z sgnificantly different from
the normal vaue. Conceivable concentrations of *¥'Cs, ®Co, *Eu, and other common process waste
congtituents will also betoo low to affect Z. The Z effect on measurements might not be negligible,
however, when zones containing high concentrations of processed uranium are logged. Spectrafrom
those relaively infrequent encounters with high concentrations of processed uranium should be filtered
(by deleting the spectra component below 570 keV), then stripped.

Stripping factors for filtered spectra are derived by the same method as used for tota count rates,
except the filtered count rates are used instead of the tota count ratesin Equation (4). The filtered
gpectrum stripping factors are listed in Table 11.

Table 11. Filtered Spectrum Stripping Factors

D D. Ds
(counts/second) per (counts/second) per (counts/second) per
Detector (pCil/g) (pCil/g) (pCi/g)
Smdl 0.0697 0.552 0.644
Medium 0.343 3.02 342
Lage 9.48 118 120

Table 12 shows the measured filtered count rates for standard SBM compared to the count rates
predicted using the filtered stripping factors.

Table 12. Filtered Count Rate Stripping Demonstration

Predicted SBM M easur ed SBM Residual
Filtered Count Rates | Filtered Count Rates (measured - predicted) " 100
Detector (counts/second) (counts/second) (measured)
Smdl 97.5 99.9+5.3 2.4%
Medium 528.5 5458+ 2.8 3.2%
Large 19883 20930 + 162 5.0%

Another data processing method that might be useful is **’Cs window stripping. The **¥'Cs spectral
window extends from 570 to 740 keV (Table 2). Some gamma rays from nuclides in the uranium series
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(e.g., ?Bi [609.3 keV]) and nudlidesin the thorium series (e.g., “®Ac [794.8 keV], ?2Bi [727.2 keV],
208T] [583.1 keV]) will contribute full-energy pesk counts directly to thiswindow. Gammaraysfrom
other nuclides (e.g., “°K [1460.8 keV], ?“Bi [1120.3 keV, 1764.5 keV, and 2204.1 keV], “’Ac
[911.1 keV], *®TI [860.5 and 2614.5 keV]) have energies that are higher than the upper end of the
13"Cs window; therefore, the Compton continuums for these gammarays will add counts to the *’Cs
window. Because the stripping method accounts for al of these potentia contributions, the stripping
constants can be caculated by subdtituting the **'Cs window count rates into Equation (4). Table 13
lists the constants. As before, the congtants can be tested by cal culating the *¥'Cs window count rates
for the SBM standard and comparing the predicted count rates with the measured count rates. Results
aredigplayed in Table 14.

Table 13. Spectrum Stripping Factors for the **’Cs Window

D1 D2 D3
(counts/second) per (counts/second) per (counts/second) per
Detector (pCilg) (pCilg) (pCilg)
Smal 0.0214 0.205 0.183
Medium 0.101 1.12 0.955
Large 2.15 30.9 32.2
Table 14. *'Cs Window Count Rate Stripping Demonstration
Predicted SBM Measured SBM .
137CsWindow Count | **’CsWindow Count Resdugl )
(measured - predicted)” 100
Rates Rates
RAS Detector (counts/second) (counts/second) (measured)
Smal 33.9 35.6+4.5 4.8%
Medium 182 1978+ 1.5 8.0%
Large 5233 5478 + 59 4.5%

In theory, the total “°K , 2*U, and #**Th contribution to the **’Cs window count rate can be subtracted
from the measured **’Cs window count rate, and the residual, or stripped, window count rate should be
proportional to the **’Cs concentration. This would mean that the **'Cs concentration could be
cdculated from the stripped count rate if the proportionality constant, or **'Cs cdlibration factor, were
known. This hypothess cannot be tested with calibration data because none of the calibration
standards contain **'Cs. Therefore, the hypothesis will have to be confirmed (or invaidated) through
andyses of Hanford field spectra

The stripping factors for the ®*Co window were aso calculated. The values are shown in
Table 15.
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Table 15. Spectrum Stripping Factors for the ®Co Window

D, D, D3
(counts/second) per (counts/second) per (counts/second) per
Detector (pCilg) (pCi/g) (pCilg)
Small 0.0153 0.101 0.0825
Medium 0.0841 0.551 0.403
Large 2.28 24.4 14.5

The two ®Co gamma rays have energies (1173.2 and 1332.5 keV) that are higher than the upper edge
of the *'Cswindow (740 keV), 0 if ®Co coexists with **'Cs, the Compton continuums associated
with the two gammarays will add counts to the **’Cswindow. Therefore, when ®Co coexists with
137Cs, the ®Co contribution to the **’Cs window must be determined and subtracted before the **'Cs
concentration is calculated. Data to determine the stripping factor for the ®°Co contribution to the **'Cs
window cannot be recorded with cdlibration measurements because the caibration models do not
contain ®Co. Laboratory measurements with ©Co button sources would be inappropriate because the
spectrafor point sources will have different Compton continuums than spectra from distributed sources.
The gripping factor will therefore have to be derived from field spectrathat contain varying sgnasfrom
®Co, but negligible sgnasfrom **'Cs.

If the uses of the **’Cs and ®°Co window count rates are pursued, the basdline datawill be used to
identify boreholes that penetrate depth increments with appropriate concentrations of **’Cs and ®°Co.
These sections will be logged with the RAS, then the rel ationships between stripped **’Cs (or *°Co)
window count rate and **'Cs (or ®Co) concentration will be derived. These relationships will be the
137Cs and ®°Co cdibrations.

Because the borehole logging and the associated data analyses will take months to complete, these
activities are not consdered part of the RAS cdibration. The approaches outlined in Section 7.0,
“Spectrum Stripping Methods,” should be regarded as aroadmap for the development of potentialy
useful analysis methods.

Determination of natural background signdls for stripping requires the K, °8U, and **Th
concentrations, Ck, Cy, and C+. For the present, these concentrations should be taken fromthe SGLS
basdline data

Intuition might suggest thet the “°K , 28U, and **Th concentrations can be calculated directly from the
RAS spectrawhen **'Cs and/or ®Co are the only contaminants present. The *¥'Cs and ®*Co gamma
rays have energies (661.6 keV, 1173.2 keV, and 1332.5 keV) that lie below the lower edge of the “°K
window (1390 keV); therefore, the counts in the “°K , 28U, and %**Th windows should be nearly free of
contributions from *¥'Cs and ®Co. Thus, the “K, U, and **Th concentrations could be calcul ated
by the method developed for the NURE (Stromswold and Kosanke 1978; Evans et d. 1979; Wilson
and Stromswold 1981).

The NURE method is based on the proposition that each window count rate is alinear combination of
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the three concentrations. For example,

R¢ = A XCkt+ A XCut A *Cr » Eq. (7)
expresses the count rate in the “’K window, R, in terms of the three concentrations, Ck, Cy, and Cr,
and three proportionality constants Ak, Axx, and Agc. This equation and the two sSmilar equations for

the count rates in the 22U and **Th windows make a set of three equations,

éR« U §A1K Aok AskUECkU

e g e "0
€RuU=€Au Aw AwuUECyU., Eq. (8)
e u e ue u

8RO BAT Ax Arpél:(

for ameasurement in one cdibration sandard. Equations for measurements in three cdibration
Sandards can be written in matrix notation as

[R]1=[A][C], Eq. (9)
inwhich[R], [A], and [C] are 3~ 3 matrices. The dements of [R] are measured window count rates,
the dements of [C] are “K , *®U, and %*Th cdibration standard concentrations, and the elements of [A]
are the proportionaity congtants.

Clearly, the dements of [A] can be caculated from the count rate matrix and the inverse of the
concentration matrix:

[A]=[RI[C] " . Eq. (10)

If the dements of [A] are known, then the dements of [A]™ can be determined. [A]* isthe calibration
matrix, which is evident from the equiation obtained by multiplying both sides of Equation (8) by [A]™:

eCyl eRcu

u_ -1e5 U
8 @—[A] @F’u@- Eq. (11)
&€t gR: ¢

Equation (11) indicates that the three concentrations can be calculated from three recorded window
count rates.

This method works well for the K-U-Th anayses performed in the petroleum and minera indudtries, but
it might not be generaly gpplicable to spectra that contain sgnals from process waste contaminants.
Thisindication comes from analyss of a spectrum (m6émci025.chn) that was recorded during the 1996
GJO tests by placing a6-mCi **'Cs button source near the RAS medium detector.
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The dead time for mémci025.chn was smdl, 0.44 percent; therefore, the gamma flux was weak
compared to the fluxes that will be encountered when logging **'Cs-rich zones a Hanford. What is
worrisome is that upscatter from this relatively wesk **’Cs source apparently put 0.26 ¢/sin the “°K
window, 0.36 ¢/sin the ®U window, and 0.04 ¢/sin the **Th window. These window count rates are
not greatly different from the window count rates that will be recorded at Hanford for the natura
background. For the nomina Hanford concentrations of 15 pCi/g “°K,, 1 pCi/g U, and 1 pCi/g *Th,
the calibration data and the window stripping method lead to count rate estimates of 1 ¢/sin the K
window, 0.9 ¢/sin the U window, and 0.2 ¢/sin the **Th window. Theimplication is thet the **’Cs
concentration will not have to rise too high before the counts in the three windows due to **’Cs are
higher than the counts due to “°K, U, and “?Th. Obvioudly, if the count rates in the three windows
are not entirdly due to “°K , 22U, and **Th, then the cal culated concentrations, Cx, Cu, and Cr, will be
incorrect, and any stripping based on these concentrations will dso be incorrect.

The experimenta circumstances under which mémci025.chn was acquired were not documented;
therefore, it is possible that the spectrum was recorded without adequate shielding to stop natura
background gamma rays from reaching the detector. If this were the case, then the countsin the K,
%8, and ***Th windows might represent background instead of upscatter from the 661.6-keV **'Cs
ganmarays. After the RASisdeployed a Hanford, the upscatter phenomenon will be studied through
examination of field data from **'Cs-contaminated zones.

8.0 Preliminary Field Verification Acceptance Criteria

During fied operations, spectrawill be regularly recorded with afield verification source mounted on the
RAS sonde. Tota counts and selected window counts will be calculated and compared to acceptance
criteriato confirm that the data acquidition system is operating properly.

Similar tests are routingly performed with the SGLSs. The SGL S field verification measurements and
gamma-ray sources for these measurements are described by Koizumi (1996).

A fidd verification source was procured from AEA Technology specificaly for RAS measurements.
The source product nameis KUTh Field Verifier and the product code number is 188701. The
source contains “°K , 22U, and its decay progenies (the source contains **U adso, but this nuclide does
not contribute to field verification measurements), and **Th and its decay progenies; the concentrations
are congstent with the following decay activities (determined on December 12, 2000):

OK e, 1.663 microcuries
P8 s 0.46 microcuries
Z2Th e 0.331 microcuries.
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The long half lives of these nudides (*K, 1.3~ 10° years, 2°U, 4.5° 10° years, %?Th, 1.4~ 10"
years) ensure that the decay activities can be regarded as practicaly stable. The decay progenies of
38 and #Th are d'so assumed to be present in quantities consistent with decay equilibrium. Thus,
there is no expectation of any increase in gamma-ray output associated with a buildup of gamma-ray-
emitting decay products such as ?*Bi (decay product of 22U) and 2Tl (decay product of 2*Th).

Feld verification acceptance criteriawill be derived through normd control chart methods. Many
spectrawill be acquired, then total counts and spectral window counts will be gatigticaly anayzed.
Acceptance criteriawill be expressed as warning limitsand control limits If aset of counts or count
rates for a particular window hasamean <R> and astandard deviation s R, the warning limits for a
new measurement ae<R> - 2sRand <R> + 2s R, and the control limitsare<R> - 3sRand <R> +
3sR According to these expressons, a new reading exceeds the warning limit if it lies outside of the
95- percent confidence interva (differs from the mean by more than two standard deviations), and the
reading exceeds the control limit if it lies outsde of the 99- percent confidence intervad (differs from the
mean by more than three stlandard deviations).

Koizumi (1999) describes the andogous limits for the SGLSs.

Early in 2001, the KUTh source was used to collect 11 spectrawith the RAS small detector, 11 with
the medium detector, and 12 with the large detector. Because these numbers of verification spectraare
amdl (lessthan 30), the field verification acceptance limits are expressed in adightly different way, and
should be considered preliminary:

lower limt =< R>-t:sR
upper limt =<R > +t:sSR.

In these limit expressions, t isthe critica vaue for the quantity in Student’ s t-distribution (Johnson 1992)
known asthet-statistic. These critical vaues depend on the number of samples and the confidence
intervals. For example, the critical vaue of t for the 95-percent confidence interval satisfies

Q. f(9dx=095, Eq. (12)

meaning that 95 percent of the area under the t-digtribution function, f(x), liesbetween x = -t and x =
+t. The digribution function, which is normaized and symmetric about X =0, is

| G0 e

2 X0¢e2o
(== € "f’§[+—i . Eq. (13)
P 0 E N
€2g
In the above equation
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G(n) © ée‘xx”‘ldx, Eq. (14)

and n isthe number of samples.

The critical vaues of t that were used to formulate acceptance criteria are tabulated in Table 16.

Table 16. Critical Values of t for the 95 and 99 Percent Confidence Intervals

n Confidence Interval Critical t Value
11 95 percent 2.201
11 99 percent 3.106
12 95 percent 2.179
12 99 percent 3.055

Every spectrum was acquired over a 1,000-second counting time.

Table 17 shows the fidd verifier count datafor the RAS small detector. The acceptance criteriain
counts for this detector are listed in Table 18, and the criteriain count rates are listed in Table 19.

Table 17. Field Verifier Count Data for the RAS Small Detector

Count Standard

Window Boundaries Count Mean Deviation

Window Name (MCA Channels) (counts) (counts)
S1 (Lithology) 051 107968 571
S2 (Cesium137) 52-66 5581 153
S3 (Mid-Range) 67-83 3267 59
4 (Protactinium234) 84-93 1378 66
S5 (Cobalt-60) U121 2517 47
S6 (Potassium-40) 122-138 1152 41
S7 (Uranium238) 139-202 1409 61
S8 (Thorium232) 203-255 188 14
Total Spectrum Count 0-255 123459 690
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Table 18. Count Acceptance Criteria for the RAS Small Detector

L ower L ower Upper Uppe
Control Limit |Warning Limit|Warning Limit| Control Limit
Window Name (counts) (counts) (counts) (counts)

S1 (Lithology) 106195 106711 109224 109741
S2 (Cesium137) 5106 5244 5917 6056
S3 (Mid-Range) 3083 3137 3397 3450
A (Protactinium234) 1173 1233 1523 1583
S5 (Cobalt-60) 2370 2413 2620 2663
S6 (Potassium-40) 1025 1062 1243 1280
S7 (Uranium238) 1219 1274 1544 1599
S8 (Thorium232) 145 158 218 230
Total Spectrum Count 121316 12141 124978 125602

Table 19. Count Rate Acceptance Criteria for t

he RAS Small Detector

L ower L ower Upper Uppe
Control Limit |Warning Limit| Warning Limit| Control Limit
(counts/ (countd/ (countd/ (countd/
Window Name second) second) second) second)
S1 (Lithology) 106.195 106.711 109.224 109.741
S2 (Cesium137) 5.106 5.244 5.917 6.056
S3 (Mid-Range) 3.083 3137 3.397 3450
S4 (Protactinium-234) 1173 1233 1523 1583
S5 (Cobalt-60) 2370 2413 2620 2663
S6 (Potassium40) 1025 1.062 1243 1.280
S7 (Uranium238) 1219 1274 1544 1.599
S8 (Thorium232) 0.145 0.158 0.218 0.230
Total Spectrum Count 121.316 121.941 124.978 125.602

Table 20 shows the fid verifier count data for the RAS medium detector. The acceptance criteriain

counts for this detector are listed in Table 21, and the criteriain count rates are listed in Table 22.
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Table 20. Field Verifier Count Data for the RAS Medium Detector

Count Standard
Window Boundaries Count Mean Deviation
Window Name (MCA Channéls) (counts) (counts)
M1 (Lithology) 0-51 281315 1549
M2 (Cesium137) 52-66 16884 408
M3 (Mid-Range) 67-83 10036 9
M4 (Protactinium234) 84-93 4130 166
M5 (Cobalt-60) A-121 7673 100
M6 (Potassium40) 122-138 3822 169
M7 (Uranium238) 139-202 4596 132
M8 (Thorium232) 203-255 916 51
Total Spectrum Count 0-255 329372 2022

Table 21. Count Acceptance Criteria for the RAS Medium Detector

L ower L ower Upper Uppe
Control Limit |Warning Limit| Warning Limit| Control Limit
Window Name (counts) (counts) (counts) (counts)
M1 (Lithology) 276504 277905 284724 286126
M2 (Cesium137) 15615 15985 17783 18152
M3 (Mid-Range) 9729 9818 10254 10343
M4 (Protactinium-234) 3616 3765 4494 4644
M5 (Cobalt-60) 7363 7453 7893 7984
M6 (Potassium-40) 3296 3449 419 4347
M7 (Uranium-238) 4187 4306 43836 5005
M8 (Thorium232) 759 805 1028 1073
Total Spectrum Count 323093 324922 333821 335650
Table 22. Count Rate Acceptance Criteria for the RAS Medium Detector
L ower L ower Upper Upper
Control Limit|Warning Limit| Warning Limit | Control Limit
(countd/ (countd/ (counts/ (countd/
Window Name second) second) second) second)
M1 (Lithology) 276.504 277.905 284.724 286.126
M2 (Cesium137) 15615 15.985 17.783 18.152
M3 (Mid-Range) 9.729 9.818 10254 10.343
M4 (Protactinium234) 3616 3.765 4.494 4.644
M5 (Cobalt-60) 7.363 7.453 7.893 7.984
M6 (Potassium-40) 3.29 3449 4194 4.347
M7 (Uranium-238) 4.187 4.306 4.886 5.005
M8 (Thorium-232) 0.759 0.805 1.028 1073
Total Spectrum Count 323.093 324.922 333821 335.650

Table 23 showsthe fidd verifier count datafor the RAS large detector. The acceptance criteriain

counts for this detector arelisted in Table 24, and the criteriain count rates are listed in Table 25.
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Table 23.

Field Verifier Count Data for the RAS Large Detector

Count Standard

Window Boundaries Count Mean Deviation

Window Name (MCA Channéls) (counts) (counts)
L1 (Lithology) 0-50 861259 6276
L2 (Cesium137) 51-64 96026 2227
L3 (Mid-Range) 65-82 70516 353
L4 (Protactinium-234) 83-92 29541 1027
L5 (Cobalt-60) 93-121 55722 268
L 6 (Potassium40) 122-139 33568 855
L7 (Uranium238) 140-209 37668 459
L8 (Thorium232) 210-255 10808 239
Total Spectrum Count 0-255 1195108 7995

Table 24. Count Acceptance Criteria for the RAS Large Detector

L ower L ower Upper Uppe
Control Limit |Warning Limit| Warning Limit| Control Limit
Window Name (counts) (counts) (counts) (counts)
L1 (Lithology) 842088 847534 874934 830430
L2 (Cesium137) 89224 91174 100879 102829
L3 (Mid-Range) 69437 69746 71286 71596
L4 (Protactinium-234) 26403 27302 31779 32679
L5 (Cobalt-60) 54903 55138 56306 56541
L 6 (Potassium40) 30957 31706 35430 36178
L7 (Uranium-238) 36266 36668 38668 39070
L8 (Thorium232) 10077 10287 11329 11539
Total Spectrum Count 1170688 1177689 1212527 1219528
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Table 25. Count Rate Acceptance Criteria for the RAS Large Detector

L ower Lower Upper Uppe
Control Limit [Warning Limit{Warning Limit{ Control Limit
(counts/ (counts/ (counts/ (counts/
Window Name second) second) second) second)
L1 (Lithology) 842.09 847.58 874.93 830.43
L2 (Cesium137) 89.22 91.17 100.88 102.83
L3 (Mid-Range) 69.44 69.75 71.29 71.60
L4 (Protactinium234) 26.40 27.30 31.78 32.68
L5 (Cobalt-60) 54.90 55.14 56.31 56.54
L 6 (Potassium-40) 30.96 3171 3543 36.18
L7 (Uranium238) 36.27 36.67 3867 39.07
L8 (Thorium232) 10.08 10.29 11.33 1154
Total Spectrum Count 1170.69 1177.69 121253 121953

At the beginning of the monitoring project, system tests will be based on readings from three windows:
the “°K window, the “®U window, and the total spectrum count window. The *“°K window is narrow
and the count (or count rate) will be sendtive to the postion of the 1460.8-keV gamma-ray pesk within
the window. The window count (or count rate) should therefore provide a measure of the system gain
stability. The U window is wider, and the counts (or count rates) should be somewhat dependent on
the syslem gain and efficiency. The total spectrum count is expected to be relatively insengtive to gain
shift, but sengtive to changes in system efficiency.

Field verifier spectrawill be recorded at the beginning and end of each day, and when detectors are
changed. The*K, 28U, and total spectrum counts (or count rates) will be calculated and compared
with the gppropriate warning and control limits. The outcomes of these comparisons are listed in Table
26.

Table 26. Outcomes of Field Verification Measurements

Test Result Outcome

The counts (or count rates) for all three windows
lie within warning limits.

One or more of the count (or count rate) readings The outcome depends on data from the next
exceeds the warning limits, but not the control (followup) field verification spectrum. Outcomes
limits. arelisted in Table 27.

One or more count (or count rate) readings exceeds
the control limits.

The system passes the acceptance test.

The system fails the acceptance test.
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Table 27. Outcomes of Followup Field Verification Measurements

Test Result Outcome

The counts (or count rates) for all three windowslie
within warning limits.

The count (or count rate) reading that exceeded the
warning limit in the earlier measurement now falls Datafrom the next (third) field verification spectrum
within the warning limits, but adifferent count (or are analyzed, and thistableis used to determine the
count rate) now falls outside of the warning limits, outcome.

but not the control limits.

The count (or count rate) reading that exceeded the
warning limit in the earlier measurement exceeds the
warning limit again, and lies on the same side of the
data set mean as before.

The count (or count rate) reading that exceeded the
warning limit in the earlier measurement exceeds the
warning limit again, but lies on the opposite side of
the data set mean.

One or more count (or count rate) readings exceeds
the control limits.

The system passes the acceptance test.

The system fails the acceptance test.

Datafrom the next (third) field verification spectrum
are analyzed, and thistable is used to determine the
outcome.

The system fails the acceptance test.

The Hanford Office Technica Lead should be notified of an acceptance test failure as soon as possible
S0 that the cause of the failure can be determined and corrected.
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